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Purpose: To establish contact with and communicate information to the paramedic Communications Center.

‘ Upon dispatch, notify base on voice radio that unit is responding to a call ‘

12

‘ Notify base upon arrival at scene; wait for base acknowledgement and time of arrival ‘

erS

‘ Call base with unit designation and wait for acknowledgement ‘

v
Request physician, indicate working
assessment, and that telemetry will be sent
v
‘ Communicator will assign a frequency ‘

v

‘Turn voice radio to the assigned frequency ‘

Turn on portable telemetry unit. Wait until radio goes
through power-up test, ensuring radio is set on channel 8.
v
Steer the rig telemetry radio by using the telephone type keypad on the portable
telemetry radio. Enter the "UNIT ID" (MED unit #), press the "*" on the keypad,

the frequency assigned, and press the "SND" button.

MED unit to transport or
edical control needed?

Wait for the 3 short beeps to indicate the receipt of the commands to steer the rig radio to
the correct frequency. (If incorrect, a long, low-pitched error tone will be heard.)

v

Change the portable telemetry radio to the assigned frequency

v

No

A

Call base with unit designation and
wait for acknowledgement

2

Communicator will assign a frequency

v

Provide patient report number, transport
information, or cancellation information

v

Return rig and portable telemetry
radios to frequency 8

v

Return voice radio to "Base"

The repeater in the rig telemetry now can also be turned ON by the portable telemetry radio by
entering:"UNIT ID" "#" "1" "SND". (To turn OFF the repeater, enter: "UNIT ID" "#" "0" "SND")

v

Attach the patch cable from the defibrillator to the "ECG (1V) "IN" connection on the telemetry radio

v
Press the "ECG MENU" (7) button on the telemetry radio.
(The top menu will change to "CAL" or "SND" - buttons 3 & 4)
v
Press button 3 ("CAL") ONCE to send 10 seconds of calibration or TWICE to
send continuous calibration or THREE times to turn off the calibration signal.
v

‘ Wait for communicator's acknowledgement of receipt of calibration on voice radio ‘

v

Press button 4 ("SND") ONCE to send 10 seconds of telemetry or TWICE to send continuous
telemetry or THREE times to turn off the telemetry. (Continuous telemetry is preferred.)

v

‘ Communicate verbally using the handheld portable radio ‘

v

‘When moving patient, discontinue telemetry, turn off repeater by entering "UNIT ID" "#" "0" "SND".

NOj

MED unit to transport?

rYes

Connect to vehicle telemetry radio, wait for Provide patient report number and
acknowledgement; send calibrations as above transport information on voice radio
v v
Provide patient report to Turn off repeater by pushing repeater
communicator on voice radio button on the vehicle telemetry radio
\ 5 |

Return rig and portable telemetry radios to frequency 8 ‘
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